APPARATUS FOR WEIGHING C02

279

with oxygen passing through the combustion tube at a rapid
rate. The weighing apparatus is detached, wiped and weighed.
Twenty minutes afford ample time for a single combustion, count-
ing all operations.
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ILLUSTRATION No. 15.

The weighing apparatus and the jars for the purifying train
are the author's design, and were first published, in part, with
illustrations, in the January Journal of the Engineers' Society
of Western Pennsylvania, 1900, and more fully in the Journal,
Am. Chem. Soc., XXVIII, 862 (1906).
While no red lead is necessary for steel combustions, some of